Results of 250 Pearce lens implantations.
The short-term results obtained with the Pearce tripod stitchless lens in 250 cases of senile and pre-senile cataract are discussed. In only 2 cases was a complication related to the implant observed, i.e. dislocation of the implant due to malpositioning.